Weigh-Tronix weighing system user’s manual Rev.3 addendum

Make the following changes to your manual:

On page 1 under WI-130 KEYPAD mark the fifth soft key as an accumulator reset.

On page 2 under SYSTEM CONFIGURATION MENU, TIMER add this:


4. UNDER TOL. IN KG: This is the under tolerance for the target weight. Must


     be same or larger than the preact. It will feed dribble again if under tolerance.

On page 3 Pic.9 add the words “accumulator field” and an arrow pointing to the fifth soft key.

Add page 6 to read as follows:


ACCUMULATOR FUNCTION


The accumulator is the number showing on the bottom

Right hand side of the indicator, after the process has started. Refer 

to (pic.9). This number will go up every time the indicator reaches

its target weight and displays “waiting for discharge”.


This number can be reset using soft key number(5), on

the right hand side of the indicator. Refer to (pic.1).

